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Abstract
Background and Objective: Ultrasound	measurement	 of	Diaphragmatic	Mobility	 (DM)	 has	
been	shown	to	be	a	reliable	measurement	tool	among	healthy	subjects.	However,	the	measures	
of	 reliability	 are	 needed	 prior	 to	 clinical	 use	 of	 this	 device	 among	Non-Specific	Low	Back	
Pain	 (NS-LBP).	Therefore,	 the	aim	of	 the	 study	was	 to	 investigate	 the	 relative	and	absolute	
reliability	of	DM	using	Real	Time	Ultrasound	(RTUS)	among	subjects	with	NS-LBP.	Materials 
and Methods: Nine	subjects	with	NS-LBP	(23.33	±	1.58)	years	old	were	recruited.	A	qualified	
examiner	 performed	 measurement	 of	 DM	 using	 RTUS	 by	 placing	 transducer	 on	 the	 right	
subcostal	region	in	semi-fowler’s	position	with	30	degree	elevation	of	the	trunk.	The	test-retest	




intra-rater	 reliability	which	may	 be	 used	 as	 an	 assessment	 technique	 for	 clinical	 evaluation	
of	DM	 in	 adults	with	NS-LBP.	The	 SEMs	 and	MDC	 reported	may	 also	 allow	 for	 accurate	
interpretation	of	DM	assessments	in	NS-LBP.
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Introduction
Non-specific	low	back	pain	(NS-LBP)	is	one	of	the	
major	 health	 problems	 with	 a	 prevalence	 of	 about	
23%	and	this	causes	11-12%	of	the	population	being	
disabled by LBP1.	 One	 of	 the	 dysfunction	 which	
associates	 with	 LBP	 is	 respiratory	 dysfunction2–4. 
An	 earlier	 study	 which	 examined	 the	 function	 of	
diaphragm	during	postural	limb	activities	in	patients	




in	 mobility	 of	 diaphragm	 also	 may	 predispose	 to	
NS-LBP	as	because	of	postural	 instability.	 In	order	
to	 evaluate	 the	 diaphragmatic	 mobility	 (DM),	
inclusions	of	reliable	and	quantifiable	measurement	
tool	 is	 necessary	 to	 confirm	 the	 involvement	 of	
respiratory	compromise	among	NS-LBP.	
In	 relation	 to	 that,	 real	 time	 ultrasound	 (RTUS)	 is	
one	 of	 the	 modality	 of	 ultrasonography	 in	 which	
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specific	 structures	 and	 functions	 of	 the	 diaphragm	
can	 be	 assessed.	This	 equipment	 has	 been	 used	 as	
an	 outcome	 measure	 to	 measure	 diaphragmatic	
muscle	 shape,	 size	 and	 movement	 among	 healthy	
and	 various	 pathologic	 population	 such	 as	
hemiplegia	 and	 Chronic	 Obstructive	 Pulmonary	
Disease	 (COPD)	subjects5,6.	 In	addition,	RTUS	has	
been	 introduced	 as	 an	 alternative	 to	 radiographic	
measurement	 for	 measuring	 diaphragm	 muscle	
shape,	size	and	movement7.	The	RTUS	equipment	has	
been	considered	as	a	valid	and	one	of	the	important	
outcome	 measure	 in	 the	 field	 of	 rehabilitation	 to	
evaluate	 muscle	 morphology	 and	 function	 among	
people	 with	 neuro	 musculoskeletal	 disorder	 such	




In	 order	 to	 include	 RTUS	 as	 an	 outcome	measure	
in LBP related trial, it is necessary to establish the 
reliability of the measurements. Reliability measures 
of	 RTUS	 for	 assessing	 DM	 has	 been	 established	
for healthy young adults11.	 However,	 the	measures	
of reliability measures are needed for clinical 
population.	At	present,	to	our	knowledge	there	is	no	
information	for	the	reliability	measures	of	the	RTUS	
in	 assessing	 DM	 among	 NS-LBP.	 Therefore,	 the	
purpose	of	this	study	was	to	investigate	the	relative	
and	 absolute	 reliability	 of	DM	 using	RTUS	which	
could	 be	 used	 to	 evaluate	 pathology	 and	 assess	
effects	 of	 treatment	 interventions	 among	 subjects	
with	NS-LBP	related	clinical	trials.	
Materials and Methods
Study design and subjects
This	 study	 was	 a	 test-retest	 reliability	 and	 the	
testing	was	carried	out	at	the	Department	of	Medical	




reliability as described by an earlier statistical study 
designs12.
The	selection	criteria	for	the	study	were	as	follows:	





gluteal sulcus13,14,	 symptoms	 of	 LBP	 at	 least	 three	
episodes	 for	 the	 last	 six	months15,	 intensity	 of	 low	
back	pain	in	the	range	of	2/10	–	7/10	by	the	Numerical	
Rating	 Scales	 (NRS),	 ratio	 of	 forced	 expiratory	
volume	with	forced	vital	capacity	(FEV1%)	>	80%16. 
Exclusion	 criteria	 included,	 participants	 who	 had	
chronic	respiratory	disease	such	as	bronchial	asthma,	
Chronic	 Obstructive	 Pulmonary	 Disease	 (COPD)	
and	pregnancy15,	previous	history	of	any	surgeries	to	
the	 lumbo-sacral	 spine15, numbness or neural signs 










examined	to	ascertain	 that	all	 the	 included	subjects	
did not have any obstruction or restriction in the 




the earlier guidelines16,18.	Followed	by	 the	dynamic	
lung	volume	test	ascertaining	that	the	subjects	did	not	
have	any	abnormalities	 in	 the	expiratory	functional	




Ultrasound,	 Bothell,	 USA)	 with	 3.5	 MHz	 convex	
transducer	was	used	to	detect	DM.	A	qualified	person	
who	 is	 trained	 from	 medical	 imaging	 department	
with	 three	 years	 of	 experience	 performed	 the	 test.	
Participants	 were	 set	 in	 semi-fowler’s	 position	









in millimeters and this method of assessment has 
been	 validated	 and	 used	 in	 previous	 studies7,19. 
Measurement	were	 carried	 out	 for	 three	 times	 and	
the	 highest	 value	 was	 taken	 for	 the	 each	 session.	
A	 time	period	of	24	hours	was	given	between	 two	
session of assessment to assess the reliabilityof the 
measurements. 
Statistical analysis





of test days and the mean differences from test session 
1	to	test	session	2	were	presented.	DM	demonstrated	
a normal distribution based on Kolmogorov-Smirov 
test	with	p<0.05.	Since,	the	data	of	DM	was	normally	
distributed,	 the	 parametric	 test	 was	 opted.	 Paired	
t-test	were	used	to	test	whether	there	was	a	systematic	
difference	 between	 the	 test	 measures.	 Relative	
reliability	 is	 the	 degree	 to	 which	 the	 test’s	 ability	
to	 differentiate	 between	 the	 participants.	 In	 order	
to assess the relative reliability of DM, intra-class 
correlation	 coefficient	 [ICC	 (3,	 1)]	was	 opted	with	
the	 corresponding	 95%	 confidence	 interval	 (95%	
CI).	Absolute	 reliability	 is	 the	 degree	 to	which	 the	
test’s ability to differentiate on different occasions. 
In	order	to	assess	the	absolute	reliability,	coefficient	
of	 variation	 (CV),	 standard	 error	 of	measurements	
(SEMs),	 minimal	 detectable	 change	 (MDC)	 were	
calculated.	 The	 CV,	 SEMs,	 MDC	 were	 calculated	










































Descriptive	 statistics	 are	 presented	 in	 Table	 1.The	
results	 of	 descriptive	 statistics	 on	 expiratory	 flow	
parameters	 revealed	 that	 none	 of	 the	 subjects	 had	
obstructive	pattern	of	disease.	The	reliability	of	DM	
is	 presented	 in	 Table	 2.	 Paired	 t-test	 revealed	 that	
there	was	no	systematic	difference	between	the	test	
–	 retest	 measures	 with	 p>0.05.	 Relative	 reliability	
measure	 of	 ICC	 value	was	 0.92,	which	 revealed	 it	
was	>	0.8	and	indicates	it	has	excellent	reliability21. 





relative	 reliability	 of	DM	using	RTUS	 among	NS-
LBP.	 The	 findings	 showed	 DM	 assessment	 using	
RTUS	 among	 NS-LBP	 can	 be	 performed	 in	 a	
clinical	 setting	 with	 small	 measurement	 variation	
of	 one	 percent.	The	 percentage	 change	 of	DM	can	
be	considered	to	be	“real	changes”	in	NS-LBP.	The	
difference	 in	 test-retest	 variation,	 when	 using	 the	
highest value of three consecutive measurement, 
was	 insignificant.	 This	 indicates	 that	 there	 was	 no	
difference	between	measurements	on	two	occasion.
Reliable	 DM	 measurement	 assessments	 make	 it	
possible	 to	 objectively	 determine	 whether	 changes	











study	 shows	 that	 reliable	 measurements	 of	 this	
procedure	 can	 be	 obtained.	 However,	 the	 clinical	
relevance	 of	 DM	 and	 its	 possible	 implications	 on	
NS-LBP need to be investigated in future studies. 
Direct	comparison	of	 the	absolute	 reproducibility	of	
DM	 to	 our	 knowledge,	 have	 not	 been	 investigated.	
Studies	 on	 the	 reproducibility	 of	 DM	 have	 shown	
relative	 reliability,	 with	 ICC	 value	 of	 0.86	 among	
healthy adults11.	This	values	can	be	compared	indirectly	
with	 the	 present	 study	 results	 of	 ICC	 value	 of	 0.92	
and	 SEM	 value	 of	 2.56	 which	 could	 be	 considered	





could be used as a modality for assessing DM. Even 
though,	the	ICC	value	was	high	in	the	present	study,	
the	CI	interval	was	wide.	The	change	in	pain	intensity,	




which	 can	 be	 used	 to	measure	 the	 designated	 data	
measured on interval or ratio scale20.	 It	 is	 quite	
evident	from	the	present	study	that	the	dispersion	is	
lower	in	the	second	variable	than	the	first	coefficient	
of	 variation	 values	 (18.80-17.77).	Hence,	 it	 can	 be	
proposed	 that	 the	DM	values	 are	more	 sensitive	 in	
detecting	 changes.	From	 the	 clinical	 point	 of	 view,	
the	 MDC	 values	 suggest	 7.09	 mm	 changes	 are	
needed for DM as a result of changes in any sort of 
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